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Percutaneous implantable device extraction has increased in recent years and is associated with small but signiﬁcant risk.
Arteriovenous ﬁstula formation is an uncommon complication of this procedure. We report two cases where lead extraction was
complicated by an arteriovenous ﬁstula between the left internal mammaryartery and the left brachiocephalic vein. In both cases,
the patients were asymptomatic and the presence of a continuous murmur in the left subclavicular region led to the appropriate
diagnosis. These were successfully treated with coil embolization. Auscultation around prior extraction sites should be routinely
done to aid in the diagnosis of this potentially harmful complication.
1.Introduction
Percutaneous extraction of chronic implantable devices has
increased in recent years. Lead extraction is associated with
serious complications in 1-2% of cases [1]. In a recent
multicenter prospective study of 1,449 consecutive patients
undergoing laser lead extraction, procedure-related major
adverse events were seen in 20 patients (1.4%) including 4
deaths(0.28%)[2]. Most complicationsfrom lead extraction
are related to the diﬃculties encountered at freeing the lead
from the surrounding scar tissue [3–5]. Life-threatening
complications after lead extraction include myocardial per-
foration and venous laceration.
Arterial injuries from device extraction, such as arteri-
ovenous (AV) ﬁstula and pseudoaneurysm formation, can
also occur [6–8]. Some arterial injuries may not lead to
obvious symptoms and thus go unrecognized. Nonetheless,
diagnosis and treatment are important to avoid eventual
pseudoaneurysm rupture or the development of hemody-
namically signiﬁcant shunting. The most common arterial
injury involves the subclavian/axillary artery due to its loca-
tion adjacent to the lead insertion site. However, proximal
branchesofthesubclavianartery, especially thosethatcourse
inferiorly towardsadjacent veinssuchastheinternalthoracic
or mammary artery (IMA) are also subject to injury [9].
In this report, we present the clinical manifestations and
managementoftwocasesofAVﬁstulaformation fromLIMA
to left brachiocephalic vein following lead extraction.
2.Case 1
A 29-year-old female underwent pacemaker implantation at
age 15 for reported sinus node dysfunction. The method
of original lead insertion by review of radiographs was
subclavian venous puncture. She was referred to our facility
for pacemaker extraction given ventricular lead fracture and
no evidence of pacemaker use. Excimer laser (Spectranetics
Inc, Colorado Springs, CO) extraction sheaths were used to
remove the chronic atrial and ventricular leads. A locking
s t y l e tw a su n a b l et ob ea d v a n c e db e y o n dt h es i t eo ft h ev e n -
tricular lead fracture. In addition, scarring and calciﬁcation
were present at the region between the clavicle and ﬁrst rib.
Despite these diﬃculties, both leads were removed without
apparent complications.2 Cardiology Research and Practice
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Figure 1: (a)Volume-rendered imageshowinganeurysmaldilatationof the LIMA (white arrow)ﬁstulized with theleft brachiocephalic vein
(blackarrow).(b) Three-dimensionalreconstructed imagesshowaneurysmaldilatationoftheLIMA(smallblackarrow)nearitsoriginfrom
the subclavian artery (large black arrow) and its relationship with the left subclavian and brachiocephalic vein (white arrow). (c) Selective
arteriogram of the subclavian artery demonstrating aneurysmal dilation of proximal LIMA (white arrow) and ﬁstulization with the left
brachiocephalic vein (black arrow). (d) Successful coil embolizationof LIMA (arrow) showingclosure of AVF.
At followup, an asymptomatic continuous murmur was
noticed over the left prepectoral region. A computed tomo-
graphic angiogram (CTA) showed an aneurysmal dilatation
of the left IMA ﬁstulized with the brachiocephalic vein
(Figures 1(a) and 1(b)). Invasive angiography conﬁrmed the
presence of a ﬁstula between the IMA and brachiocephalic
vein. She underwent successful coil embolization of the IMA
and aneurysm (Figures 1(c) and 1(d)).
3.Case2
An 84-year-old female with history of nonischemic dilated
cardiomyopathy, high degree AV block, and previously
implanted biventricular deﬁbrillator presented for generator
exchange and left ventricular (LV) lead revision for failure to
capture.
The LV lead was extracted by manual traction and
replaced with a new lead with acceptable capture thresholds.
Given her pacemaker dependence, a deﬁbrillator lead on
advisory for increased risk of fracture (Sprint Fidelis, Med-
tronic Corporation, Minneapolis, MN) was also replaced.
This lead was extracted using a 14F excimer laser sheath and
locking stylet. The main obstacle to extraction was at the
site of an acute angulation of the lead as it coursed between
the clavicle and ﬁrst rib. As in the prior case, the method of
original lead insertion was by subclavian venous puncture.
The following morning, a continuous murmur was noticed
in the second left intercostal space. Transthoracic echo
showed a small pericardial eﬀusionbutotherwise unchanged
from a previous study. Angiography was performed showing
a large pseudoaneurysm as well as an AV ﬁstula joining
the LIMA to the proximal subclavian vein (Figure 2(a)).Cardiology Research and Practice 3
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Figure2:Case2arteriogramsoftheLIMAﬁstulawiththeproximal
subclavian vein. Initial angiogram (a), during coil deployment (b),
and ﬁnal angiogram (c) showing successful closure of the AVF.
(white arrows, subclavian/brachiocephalic venous system; black
arrows, subclavian artery and IMA).
Despite multiple injections, the distal IMA could not be
identiﬁed perhaps due to avulsion or damage, eliminating
the option of placing a covered stent. Subsequently,a total of
4 coils were deployed in the proximal portion of the LIMA
(Figure 2(b)). Angiogram at completion demonstrated
minimal persistent ﬂow. A week after intervention, a repeat
LIMA angiogram demonstrated closure of the AV ﬁstula
(Figure 2(c)).
4.Discussion
These cases of injury to the IMA as a result of lead extraction
highlight several important points. First, they illustrate that
smaller branch arteries such as the IMA are vulnerable
to injury and ﬁstulization. The IMA may be particularly
vulnerable due to its location. A common “problem area”
thatresistsadvancementofextractionsheathsaroundleadsis
attheregionbetweentheclavicleandﬁrstrib(Figure 3).This
regionispronetocausecrushdamagetoleadsandfrequently
has ﬁbrosis and calciﬁcation. Further, both cases involved
leads originally inserted via subclavian vein puncture. This
insertion method can cause relatively acute insertion angles
at this site. These acute bends may allow extraction sheaths
(in this case, laser sheaths) to deviate from their coaxial
alignment increasing the risk of perforation of the venous
wall and adjacent structures. Cephalic or axillary vein
approaches, when feasible, may potentially decrease the risk
of this complication during lead extraction.
Secondly, the clinical presentations of these arterial
injuries were subtle. However, the ﬁnding of a continuous
murmur in the region of the extraction site in both cases
led to the proper diagnosis. This suggests that auscultation
around the surgical region should be part of the evaluation
after lead extraction. As in our case, the time between
arterial injury and diagnosis varied widely. There is similar
variation among other reports for non-IMA injury related to
extraction [7, 8, 10, 11].
Finally, these cases illustrate successful evaluation and
treatment of branch-artery injury. Unlike AV ﬁstulas asso-
ciated with inadvertent arterial puncture during device
implantation, iatrogenicAVﬁstulasfollowing leadextraction
more closely resemble traumatic injury and should be eval-
uated and treated promptly. Traumatic vascular injuries can
lead to rapid clinical deterioration, and mortality rates range
from 5–30%. Delay in diagnosis and treatment increases the
mortality from 2 to4% in stablepatients and from 15 to32%
in hemodynamically unstable patients [12, 13].
Endovascular approaches have been successfully used in
the treatment of traumatic arterial injuries including AV
ﬁstulae and pseudoaneurysms following lead extractions.
Several covered stents have been used including the Wall-
graft, the Corvita, and the Jostent peripheral stent graft
[14, 15]. In cases involving smaller branch arteries such as
the IMA whose arterial supply can be safely sacriﬁced, coil
embolization is another alternative.
The rapid expansion of implanted device extraction
procedures in the US warrants close attention to all poten-
tial complications. In this series, we report injury and4 Cardiology Research and Practice
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Figure 3: The relationship of the clavicle, ﬁrst rib, IMA, and subclavian vessels is shown. A common “problem area” for extraction is the
region of intersection of the clavicle and ﬁrst rib (dashed white box). This region is a common site of lead insertion and can have signiﬁcant
ﬁbrosis,calciﬁcation,and lead angulation(inset panel). Lead angulationis a mainreason for extraction sheaths to deviate from their coaxial
courseand thuscause trauma to adjacent structures. A cross-sectionschematicatthe pointofIMAtakeoﬀ fromthe subclavianartery reveals
its proximity to the adjacent vein and its potential for trauma (right lower panel).
ﬁstulization of the IMA to adjacent veins and their successful
treatment. Due to the absence of symptoms, this type
of complication may go unrecognized for long periods.
Routine careful auscultation around prior extraction sites
is an important aid in diagnosis of this potentially harmful
complication.
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